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LaCoste and Romberg G and D gravity meters are 
normally employed when attempting high precision 
measurement of gravity differences on land, and 
we therefore discuss the capabilities and limita- 
tions of these instruments. Their design differs 
only trivially (mainly in the reset mechanism) 
from that described in the 1945 patent (LaCoste, 
1945) and shown in figure 1. A negative length 
spring 4 with wire added to bring it to the zero 
length condition supports the beam 3, The beam 
pivots about the line joining the points of 
attachment of the springs 5 to the support rods 
6 and theory (LaCoste, 1935) shows that for 
equilibrium of the beam in a horizontal position 
the distance, l , of the upper support 35 of the 
zero length spring above this pivot line is 



Fig. 1. Construction of LaCoste-Romberg land 
gravity meter t 
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proportional to g . The meter is read by moving 
the support 35 vertically to bring the beam into 
this position. The change in £ required to 
do this as the meter is read first in one place 
and then in another is proportional to the grav- 
ity difference 6g by the relation ££/£ = 6g/g . 
The meters are built with £ = 2.5 cm so that 
the (worldwide) 7 gal range of the G_meter re- 
quires moving the support 1.75 x 10 ^ cm , and 
1 microgal accuracy means positioning the support 
to within 0.25 A. 

These movements are generated with a measuring 
screw and double reduction lever system B In an 
ideal system the vertical motion of the support 
is proportional to the rotation of the measuring 
screw (which is driven through a gearbox) but in 
practice there are departures from this ideal 
due to periodic errors in the screw, eccentricity 
in the screw resulting in wobble, and non-linear- 
ity of the lever system,. The screw problems 
result in errors with periodicities of once and 
twice per turn of the screw, or about 70 and 35 
mgal with the G meter. There is some variation 
between meters, but 35 pgal (about 5 x 10 ^ of 
full scale) is a typical amplitude for this error 
in the G meter, and it is the most important 
source of error. The reduction factor of the 
lever system varies smoothly over its range, 
leading to departures of perhaps a part in 1000 
of full scale from perfect linearity. These 
departures are determined by weighing a 200 mgal 
rider at various parts of the meter’s range, and 
a calibration curve based on these weighings is 
supplied with the meter. The main improvement 
in accuracy of the D meter over the G is that 
the periodic screw errors have been reduced by 
increasing the reduction ratio of the lever 
system to reduce the range of the meter to 200 
mgal. Thus the screw errors (still about 5 ppm 
of full scale) have been reduced to about 1 ygal. 
They can be determined in the G meter by weigh- 
ing a small rider at many points on the meter’s 
range but this is laborious. It is advisable 
to run the measuring screw back and forth some 
before starting a day’s readings in order to 
spread out the lubricant. The reduction factor 
of the lever system should be stable and there 
is no reason to suppose that the calibration 
factor will change in a larger ratio than the 
meter drift is of total gravity. 

When the state of strain in a metal is changed 
it does not attain its final strain immediately 
following the change in stress, but the last o 02% 
or so of response takes place slowly over a 
matter of hours. The high magnification of as- 
tatic gravity meters means that the mass moves 
a long way for a small change in gravity, with 
a consequently large change of tension in the 
spring. The change in moving a gravity meter 
beam from reading line to stop corresponds to 
many hundreds of milligals equivalent spring 
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tension, even though this motion may be produced 
by only a few mgal change in gravity. Hysteresis 
on the hundreds of mgals tension will be seen in 
the meter reading. Great care is taken during 
manufacture to ensure that the spring length is 
exactly the same when the beam is clamped, as 
when it is at the reading line. The meter is 
clamped for an hour, then read; then left at the 
reading line for an hour and read again, and so 
on. Adjustments continue until a single smooth 
tidal curve can be put through the two sets of 
data. However if the arrestment gets out of ad- 
justment the meter will drift rapidly after un- 
clamping. Astatic gravity meters should not be 
used in the deflection mode for measuring earth 
tides as the changes in spring length result in 
appreciable hysteresis. 

The spring material has the property that there 
is an inflection in the variation of its rigidity 
with temperature. This allows the meter to be 
thermostated at the temperature of zero tempera- 
ture coefficient and renders the meter rather in- 
insensitive to changes in external temperature, 
although large fluctuations will induce transients . 
An outer crudely thermostated box could be added 
by the user, if the meter is to be used in appli- 
cations where large fluctuations in external temp- 
erature are inevitable. 

A large hollow container is added to the rear 
of the beam to bring its center of vplume above 
the pivot axis and thus compensate for changes 
in atmospheric pressure. The coefficient is re- 
duced to below 10 pgal/cm of mercury and the meter 
sealed. While the seal is not perfect, changes 
in internal pressure are slowed down to the point 
where their effects will be removed as "drift". 

The spring material is magnetic and the spring 
is carefully demagnetized when a meter is assem- 
bled. Sensitivity to horizontal magnetic field 
is detected by reading the meter in various orien- 
tations. Demagnetization continues until the vari- 
ation in reading with azimuth is reduced below 
about 10 ugal. Sensitivity to vertical field is 
tested by bringing a large permanent magnet up to 
the meter - typically changes of the order of 100% 
of the earth's field produce effects of the order 
of 100 ugal* The meter is then doubly shielded 
and this reduces the effects below the detectable 
level. However, magnetic effects are always a 
danger; meters should never be exposed to large 
magnetic fields and gravity stations should not 
be located in places with abnormal magnetic fields. 
Periodic checks should be made by reading the 
meter in various azimuths, to ensure that the 
meter is still compensated magnetically. 

Current accuracy of the G meter is about 30 Ugal 
rms unless precautions are taken to avoid periodic 
screw errors when considerable improvement can 
be expected. Accuracies of 3-6 Ugal are reported 
for a single measurement with the D meter, with 
1 Ugal possible by repetition or network adjust- 
men t 

The introduction of portable free-fall absolute 
gravity apparatus has been an important innovation,* 
J. A . Hammond and R.L. Iliff discuss the absolute 
gravity program of the Air Force Geophysical Labor- 
atory in a companion paper. 

There has been little change over the last 10 
years either in the names of the commonly used 


sea gravimeters or in their principles of opera- 
tion. The changes have been mainly refinement 
and improvement of design, and have resulted in 
substantial upgrading of performance, so that 
the state of the art accuracy is now about 1 ugal 
as against 5 mgal ten years ago. The meters are 
mounted on gyrostabilized platforms to keep the 
sensitive axes vertical. The platform is slaved 
to stay aligned with the gyros (either a single 
two-axis gyro or two single-axis gyros). The 
orientation of the gyros can be slowly changed 
by the outputs of horizontal accelerometers moun- 
ted on the platform, and this feedback is arrang- 
ed so that the means of these outputs are nulled. 
The detailed behaviour of the platform depends on 
exactly how the accelerometer outputs are process- 
ed to provide the feedback to the gyros (LaCoste, 
1967; Taiwan!, 1970) and it can be made to behave 
like a simple pendulum with a chosen damping and 
period. The period must be long enough that the 
platform is unaffected by the horizontal wave 
accelerations and a 4-6 minute period, 0.707 
critical damping, combination functions excellent- 
ly for this purpose, although we shall later dis- 
cuss applications where these periods are made 
much larger. 

The Askania sea gravity meter is now manufact- 
ured by the Bodenseewerk, Two models are avail- 
able: the Kss 5 is a refurbished Gss 2 sensor 

(Graf, 1958; Graf .and Schulze, 1961; Schulze, 

1962) in which the main improvement is more accur- 
ate location of, and increased tension in, the 
constraining filaments, mounted on an Anschutz 
platform. The meter is designed to operate with 
horizontal accelerations up to 50 gal and verti- 
cal up to 100 gal; accuracies of 1 mgal in "rough" 
sea and 2.5 mgal in "very rough" sea are claimed. 

A new sensor, the Gss 3 (Figure 2), consists of 
a tubular mass constrained by 5 filaments and 2 
springs to move in a straight line. Most of the 
weight is supported by a spring. A feedback loop 
using a capacitative displacement sensor and an 
electromagnetic thruster keeps the mass station- 
ary relative to its supporting structure, and the 
current in this thruster provides the measure of 
gravity. The straight line motion eliminates 
cross-coupling effects and an accuracy of better 



Fig. 2. The Gss-3 sea gravity meter sensor 
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than 1 mgal up to 200 gal wave acceleration is 
specified. This sensor is operated with a newly 
developed KT 30 stable platform. 

The LaCoste and Romberg meter is still sub- 
stantially as described by LaCoste (1967) and 
the main improvement in performance results from 
the use of cross-correlation techniques in corre- 
cting for cross-coupling errors (LaCoste, 1973a). 
The correction for inherent cross-coupling itself 
is, in fact, trivial as beam position and hori- 
zontal acceleration are both sensed anyway, and 
a correction proportional to their product is 
easily computed. More serious errors of cross- 
coupling type arise in these (and presumably oth- 
er) sensors because of unwanted motions in degrees 
of freedom which have been supposedly supressed, 
but which in fact occur because materials are 
not infinitely rigid. This problem is especially 
severe with the LaCoste-Romberg instrument owing 
to the small clearances on the air dampers. As 
long as these errors are small they will be lin- 
early proportional to certain products of accel- 
erations and velocities in the x, y and z direc- 
tions, the exact combinations which are important 
depending on the construction of the sensor and 
the source of the errors A number of such corr- 
ections are computed and applied along with the 
correction for inherent cross-coupling. The con- 
stants of proportionality may change with age or 
shipment of the meter but can be determined em- 
pirically by cross-correlation of the short per- 
iod gravity variations with the acceleration and 
velocity products known to be important, using 
the reasonable assumption that gravity and wave 
accelerations are uncorrelated. This technique 
allows one both to correct data already obtained 
and to correct the compensation of the meter, 
provided the necessary information was recorded 
during the survey. As an example we show (Figure 
3) data obtained with 3 LaCoste-Romberg meters in 
the North Sea by the (British) Institute of Geo- 
logical Sciences (M. Tully, personal communication) 
in up to Force 7 sea conditions c Meters S-40 
and S-75 had been in use for some time and. had. 
been correctly compensated on the basis of earli- 
er cross-correlation analyses. Meter S-84 was a 
new system being used at sea for the first time, 
and the raw data differs from that obtained with 
S-40 by up to 7 mgal<, Correction on the basis 
of cross-correlation analysis brings the two 
into perfect agreements S-75 read systematically 
about 2 mgal higher, probably as a result of vib- 
ration. The mean of 143 cross ties with S-75 
was 0.84 mgal, and with S-40 was 1.04 mgal. 

However, the real solution is to build a more 
rigid meter and LaCoste and Romberg have been 
experimenting for some time with a straight line 
meter similar in some respects to the Gss 3 but 
employing an infinite period-zero length spring 
suspension (LaCoste, 1973b) * 

Bell Aerospace have brought out the BGM-3 sys- 
tem to replace their BGM-2. The gravity sensor, 
a pendulous mass with capacitative position sen- 
sing and electromagnetic feedback, has been sig- 
nificantly improved by a simplified design and 
use of improved materials and manufacturing tech- 
niques. Accuracies of 1 mgal are claimed in up 
to 100 gals wave acceleration. The meter can 



personal communication) showing effectiveness 

of cross-correlation correction. 

accept inputs from a shipboard inertial navigator 
and will then produce free air anomalies in real 
time c 

Woods Hole Oceanographic Institution (C. Bowin, 
personal communication) have continued to use a 
vibrating string accelerometer (Bowin et al. , 

1969, 1972) on a Sperry Mark 19 Mod 3c gyrocompass 
mount and use a Hewlett-Packard 2114 computer for 
instrument control and data recording. A more 
portable system has also been developed using a 
Aeroflex ART-57 table. RMS differences of cross- 
ings in the open ocean have varied between 1 and 
3 mgal. 

With sea gravity meter accuracy at the 1 mgal 
level the Eotvos correction becomes a major sour- 
ce of error in the gravity anomalies. Satellite 
navigation systems have improved navigation at 
sea very considerably and one can probably count 
on getting good fixes every two hours or so. 
However, if sea or current conditions are vari- 
able, or the ship does any manoevering between 
fixes, the velocity uncertainties may introduce 
considerable noise into the anomaly profiles. 
Determination of velocity to 1/10 knot over a 
6 minute interval requires fixes accurate to 
about .01 mile or 20 m. Electronic navigational 
aids may provide this accuracy in the survey area 
but more probably they will not Q In this latter 
case it is worth considering the use of inertial 
navigation in conjunction with the other methods. 
The ship may carry an inertial navigator. There 
are many implementations of inertial navigation 
and the performance depends on this implementa- 
tion and the quality of components used. All 
ideal (meaning that no errors in indicated posi- 
tion are produced by the navigator’s history of 
acceleration over the earth’s surface) systems 
however, behave as undamped pendulums with 84 
minute period. Initial errors, component im- 
perfections or deflections of the vertical excite 
free oscillations of the navigator. An example 
of such oscillations is shown in Figure 4, which 
is a plot of longitude indicated by a Honeywell 
SPN system using electrostatic gyros minus LOFAN 
longitude on a U.S. Navy Oceanographic Office 
aircraft gravity test in 1976 (J. Ford, personal 
communication). The 84 minute Schuler oscilla- 
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Fig. 4. Difference between inertially deter- 
mined and LORAN longitudes during Naval Oceano- 
graphic Office airborne tests (J. Ford, personal 
communication) showing Schuler oscillations of 
the inertial navigator. 
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COMPARISON OF GRAVITY METER READINGS 
WITH ACCELERATIONS OBTAINED FROM 
THREE TYPES OF MEASUREMENT 

Figo 5. Vertical acceleration of plane from 
radar, Doppler radar and barometric altimeters 
compard with observed gravity. 

tions are apparent and velocity errors of up to 
about 2 knots occur. Such oscillations can of 
course be removed by real time Kalman or post 
facto filtering using the electronic positioning 
information. 

The gyrostabilized platform used in sea gravity 
meters is almost an inertial navigator in itself 
and LaCoste has done some interesting experiments 
to ascertain whether it could be used in this 
capacity. He added a third gyro to provide azi- 
muth stabilization and has shown how the acceler- 
ometer and gyro outputs may be combined to pro- 
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COMPARISON OF GRAVITY WITH VERTICAL 
ACCELERATION CORRECTION OBTAINED 
FROM PRESSURE PORT CALIBR ATO R 


Fig. 6. Gravity compared with acceleration from 
barometric altimeter, 

vide a Schuler-type equation for the Eotvos cor- 
rection even if the platform itself is not Schuler 
tuned. (Valliant & LaCoste, 1976) The danger 
with using a Schuler tuned platform is that any 
malfunction may initiate oscillations which, being 
undamped, can spoil results for an indefinite 
time. However, LaCost e-Romberg platforms have 
been used satisfactorily with periods up to and 
including 84 minutes; the 84 minute period is not 
necessary for the theory to be valid but the gyros 
behave better in long period servo loops as less 
external precession is required. Gravity profiles 
with Eotvos effects corrected with the platform 
navigator are significantly smoother than when 
Lorac fixes were used (LaCoste, 1977). Adding 
the third gyro is very much cheaper than an entire 
inertial navigator, and while the performance of 
the platform is not comparable with that of a good 
commercial inertial navigator over long periods 
of time, it is able improve the determination of 
Ehtv'ds corrections in ships and aircraft when 
used to interpolate within a framework of sate- 
llite or electronic fixes. 

Probably the most interesting developments in 
recent years have come in gravity measurements 
from aircraft. An aircraft normally gives a much 
smoother ride than a ship, so the gravity meter 
errors are correspondingly less. The problems 
are in correcting for the Eotvbs effect and ver- 
tical accelerations of the aircraft over short 
time intervals that the gravity information is 
not smeared out by the high speed of the vehicle 
to the point of losing important detail. A low- 
speed aircraft is therefore advantageous and the 
most impressive results to date have been obtain- 
ed by Bill Gumert of the Geoscience Division of 
Carson Helicopters using a Sikorsky S-61 helicop- 
ter at speeds of 70 knots. He used a Del Norte 
trisponder positioning system which (with modi- 
fication) gives positions within a 3m circle of 
error out to 160 km range. This is adequate for 
1 mgal accuracy in E8tvf5s correction over 1 min- 
ute intervals. The comments made above concern- 
ing the value of inertial navigators for inter- 
polating between- electronic fixes are equally 



applicable to aircraft work. Gumert finds that 
the LaCoste-Roraberg inertial system gives results 
agreeing to 2 mgal with those derived from the 
trisponder positions. 

A simple harmonic height variation of +5 cm 
with a period of 1 minute produces accelerations 
of 50 mgal amplitude, 35 mgal rros value. These 
accelerations decrease for longer period motions 
as the inverse square of the period; for example 
to 2 mgal maximum, 1.6 mgal rms at 5 minutes. 

The correction for these height variations is 
thus critical and the quality of the altimetry 
controls the detail which can be obtained. Many 
types of altimeters are available. Figure 5 com- 
pares vertical accelerations derived from data 
taken with a radar, a Doppler radar and a baro- 
metric altimeter, with the gravity meter record, 
during 15 minutes of the previously mentioned 
Oceanographic Office airplane tests in 1976 (data 
filtered with 6 stages of 20 sec R-C smoothing) , 
The correspondence between observed gravity and 
the pressure altimetry is impressive but the 
scale bar is 200 mgal and there are differences 
of the order of 5 mgal between the curves. Fig- 
ure 6. shows less filtered data from the same test 
shorter periods are present and the acceleration 
amplitudes are bigger. Bill Gumert (personal 
communication) in his helicopter work has used 
a precise pressure sensor (Rosemont 1201 F) , a 
laser altimeter (Geodolite 3A) and a radar alti- 
meter (Honeywell AN/APN-194) . The pressure alti- 
meter has a repeatability of + 7.5 cm over a 50 
m altitude range but is not an absolute instru- 
ment. The laser altimeter range but has some 
sensitivity to the color of the target, while 
the radar altimeter gives absolute altitudes to 
about lm. In use, the pressure and radar alti- 
meters are intercompared frequently over flat 
areas of known elevation to provide an absolute 
calibration for the former. The rms difference 
at 244 line crossings during a survey in New 
York State was 2,3 mgal and eleven of these were 
misties of over 5 mgal at the beginning of lines 
where the instruments probably had not had time 
to stabilize. Comparison with ground data is 
about as good as the internal consistency of 
the airborne data (2-3 mgal). Current accuracies 
are about 2 mgal after smoothing to remove fea- 
tures of wavelength shorter than 3-4 miles. This 
is a most important achievement holding much pro- 
mise for radium scale structural investigations 
which, by keeping the topography at arms length, 
eases the computation of terrain corrections very 
considerably and, in poorly surveyed areas, elim- 
inates the necessity of leveling to determine 
station heights. Comparable accuracies can pro- 
bably be obtained with fixed wing aircraft with 
the horizontal distance scale expanded in the 
ratio of the speeds - for example 10 miles wave- 
length with a 350 knot aircraft - although there 
may be more high frequency altitude variation 
in the faster moving airplane which could increase 
the required averaging time slightly. 
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